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Abstract
Objectives: To obtain bone “bioreplicas” for determining precisely the amount of biomaterial required for bone 
regeneration procedure. Study design: A case-control comparison with a total sample size of 20 cases, 10 con-
trol and 10 test samples. “Bioreplicas” were generated from helical CAT scans with 0.5 mm slices, without 3D 
reconstruction or image filters. Bone defects in premolar and molar areas were treated with titanium mesh and 
xenograft (MP3) combined with resorbable carriers. Time taken to carry out procedures with and without the use 
of “bioreplicas” (in minutes), discrepancies between the grafts performed with and without “bioreplicas” and bone 
defects (mm), and postoperative complications were registered. Results: No significant differences were recorded 
for measurements of width and length of bone defect between patient bone and the biological models. Conclusions: 
The use of “bioreplicas” obtained by rapid prototyping is effective in treatment planning.
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Introduction
Determining the volume of bone deficit for purposes of 
oral and maxillofacial surgery is an important area for 
research (1). Prior knowledge of bone quantity, volume 
and position can facilitate surgical procedures and re-
duce treatment morbidity in cases of autologous bone 
grafts, as well as facilitating treatment planning in cas-
es of xenografts (2).
Advances in tomography image technology and recon-
struction software have made it possible to generate 
three-dimensional anatomical structures based on high 
resolution computerized axial tomography (CAT scans) 
(3). The clinical benefits of these biomodels have been 
identified both for diagnosis and pre-operative planning 
in fields that include orthopedic surgery, neurosurgery 
and craniofacial surgery (4).
Studies such as Arias-Irimia demonstrate the effective-
ness of computer imaging techniques for the calculation 
of three-dimensional bone graft volumes, ending in the 
simplicity and effectiveness of the techniques (5).
According to D’Urso (6), “biomodel is a generic term 
that has been coined to describe replications of the mor-
phology of a solid biological structure.” On this basis, 
a biomodel reproduces the geometry or morphology 
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of a biological structure and may exist as a computer-
generated entity or as a solid physical model (7). The 
term bioreplica refers to an entity that reproduces the 
morphology of a biological structure maintaining a 1:1 
proportion with respect to clinical reality. This may be 
either a digital image or a physical structure (8). These 
three-dimensional models generated by computerized 
tomography allow the faithful reproduction of anatomi-
cal structures. The opportunity to visualize the unique 
structures of the individual patient prior to surgery is 
of great help for planning, pre-visualizing and simulat-
ing treatment and is especially important in complex 
or critical cases (9).  In cases presenting craniofacial 
anomalies, dysplasias and developmental defects, 3D 
models are particularly useful for designing surgical 
incisions and resections. This will result in time saved 
and it is possible to model the graft prior to interven-
tion by making surgical templates (10). Furthermore, 
the opportunity to differentiate radiological densities in 
the digital image obtained makes it possible to visualize 
two adjoining or limiting structures by digitally color-
ing different areas (11). Composite powder molding is a 
rapid prototyping technology which consists of casting 
a physical object in three dimensions by the agglutina-
tion of a succession of powder layers. Once the model 
has been taken in powder, an infiltrating product must 
be applied to confer the model’s final physical proper-
ties such as hardness, temperature tolerance etc. 
The precision obtained with this process is described in 
terms of two values:
Layer thickness: The thickness of the slices in which the 
3D model is divided.
Resolution: The mold resolution of each of these slices.
For the purposes of this study these values are: 
- Layer thickness: 0.085 mm. 
- Resolution: 600 x 540 dpi. 
Composite powder components:
 - Plaster (50-95%)
 - Silica (<1%)
 - Polyvinyl (2-20%) 
- Carbohydrate (1-20%) 
- Sulfate salt (1-20%) 
Standard composite infiltrator:
•Formula with urethane base 
Alternative composite infiltrators: 
•Beta-methoxyethyl Cyanoacrylate (80-100%)
•Epoxy resin.
-Fabrication Process: 
Radiology Procedure: To produce a high quality bi-
oreplica, computerized axial tomography (CAT scan) 
should be carried out using a medical helical-cone beam 
machine without contrast filters or reconstruction of the 
register obtained, given that images will be reconstruct-
ed from an unprocessed DICOM format. The thinner 
the slices scanned, the more precise the model will be, 
0.5-1.5 mm being the minimum slice thickness. 
3D Model Generation: A digital three-dimensional 
model of the bone to be reproduced is obtained from the 
CAT scan register. 
Molding the Model Matrix: The 3D model is then divid-
ed in a succession of two-dimensional layers or slices 
that are then molded one by one with an agglutinating 
agent in a composite powder tank. This operation may 
take several hours depending on the complexity of the 
model shape. The object produced is extremely fragile 
so that it must remain in the composite powder for at 
least twenty-four hours before being moved in order to 
keep it in one piece. Model Cleaning: Once the model 
has been removed from the composite powder it must 
stand for at least an hour before starting the clean-
ing procedure. This consists of removing any powder 
untouched by agglutinating agent still clinging to the 
model using compressed air. Infiltration: The final step 
in the process consists of infiltrating the model with 
one of the infiltration materials listed above, selected 
according to the requirements of the finished product. 
These materials penetrate and bind, solidify and harden 
the composite powder body. Sterilization: Biomodels 
produced using this technology can be sterilized chemi-
cally using, for example, ethylene oxide. Autoclave ster-
ilization is not recommended 
The three-dimensional molding system based on mold-
ing in layers brings a series of advantages compared to 
traditional stereolithography, which is based on a sub-
traction model to obtain an object, whilst composite 
powder molding builds in layers and then refines them, 
achieving greater precision. 
The aim of our study was to obtain, from helical CAT 
scans, volumetric biomodels of bone for precisely deter-
mining the biomaterial required for bone regeneration 
procedure, this in order to validate the use of bioreplicas 
for calculating bone volumes prior to planning bone re-
generation surgery.
Materials and Methods
A comparative study was made with a total sample size 
of twenty cases, ten in the control group (without bio-
models) and ten in the test group.
The twenty cases all required bone graft implants as 
a response to moderate alveolar atrophy; ten of these 
were treated by conventional means (filling in the defect 
with progressive material increments until completely 
restored) and the other ten made use of biomodels. In 
the cases with biomodels, helical CAT scans were car-
ried out in 0.05 mm slices without three-dimensional 
reconstruction or image filtering. Images were stored 
in DICOM format and processed using algorithm re-
construction software specific to the molding system, 
which used a composite similar to natural bone. The 
molding technique was carried out with a layer width 
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of 0.085 mm, to guarantee the precision of the sample 
reproduction (Fig. 1).
All patients suffered unilateral bone defects in molar 
and premolar areas, indicating treatment with titanium 
mesh and xenografts combined with a resorbable carrier 
material (Fig. 2). The bone replacement material was 
MP3 (Osteobiol®, Osteogenos, Madrid, Spain) a mix-
ture of cortical and spongy bone of porcine origin in 
form of radiopaque hydroxyapatite granules and with 
a granulometry of 600-1000μm and containing colla-
gen. Titanium mesh was fitted using standard screws. 
In order to calculate the volume of bone deficit the CAT 
scans stored in unprocessed DICOM format underwent 
digital image reconstruction at 0.5 mm; the bone deficit 
zone was reconstructed by extrapolating the contra-lat-
eral zone and creating a mirror image. Image process-
ing was carried out using OsiriX v. 3.6.1 for Mac im-
age analysis software (Fig. 3). The reconstructed zone 
Fig. 1. Graft design. Shows the planning and design process of the 
future graft from which a biomodel is taken for the graft’s physical 
fabrication.
Fig. 2. Location. Shows the planned location of the future graft.
Fig. 3. Case at start of treatment. Shows the clinical case prior to surgery. Reconstructed CT image.  
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stands out in relief in relation to the reception area fa-
cilitating visualization and ensuring adaptation of the 
form. Three-dimensional composite powder molding of 
the graft models was carried out, calculating the total 
volume required to reconstruct each defect area; these 
calculations were carried out using measurement data 
obtained with the CAT scans. The models generated 
were sterilized so that they could then be used to assist 
the surgical intervention. The graft blocks themselves 
could then be shaped making use of these volume calcu-
lations as well as the bioreplicas. Treatments both with 
and without the use of bioreplicas were timed (in min-
utes); discrepancies between the grafts preformed from 
bioreplicas and bone defects were evaluated (in millim-
eters) and post-operatory complications occurring with 
either technique (mesh exposure and/or wound dehis-
cence) were noted in two examinations held fifteen and 
thirty days after surgery. The data obtained was com-
piled as average ± standard deviation and processed us-
ing SPSS 17.0 statistical analysis software in order to 
compare averages. Evaluations were made at the mo-
ment of surgery and post-operatory complications were 
noted at fifteen and thirty days afterwards.
Results
The results obtained in the present study show that, in 
measurements taken from CAT scans, there were no 
significant differences between patients’ bone defects 
and bioreplicas, with a signification of 95% for p<0.05. 
There were no significant differences between meas-
urements taken directly from the patients of the length 
and width of bone defects and the biomodels in any of 
the twenty cases. Adaptation of bone grafts was seen to 
be very precise showing only minimal discrepancies, 
none of which were greater than those considered ac-
ceptable with conventional techniques and none were 
greater than 1 mm (average value ± standard deviation). 
The distance from the grafts’ edges, whose forms were 
based on bioreplicas, to the edges of the reception ar-
eas were evaluated, these being less than 1.5 ± 0.8 mm. 
Time taken to carry out the procedure was consider-
ably reduced using bioreplicas, cutting time by 45 ± 13 
minutes in comparison with conventional techniques 
using grafts in material increments fixed with titanium 
mesh and screws. There were no significant differences 
between the test group and control group arising from 
post-surgical complications observed at the post-oper-
atory fifteen and thirty day examinations. In this way, 
no increase in suture dehiscence occurred, no was the 
titanium mesh exposed, events that would have compro-
mised the final outcome.
Discussion
The use of anatomical bone replicas for planning surgi-
cal treatment is justified by the fact that they facilitate 
the creation of blocks of bone graft and reduce their 
morbidity (12). The precision of these replicas gives a 
real idea of the particular features of each case prior to 
surgery and avoids the affectation of surrounding ana-
tomical structures which might otherwise be damaged. 
Furthermore, the use of bioreplicas makes a ‘rehearsal’ 
of the surgical intervention possible without involving 
the patient. Other advantages offered by the creation 
of bone replicas include the opportunity to save time 
by allowing effective planning prior to surgery and an 
opportunity to become familiar with the area in which 
the operation will take place both in terms of the recep-
tion area and the graft itself. In this way, he showed that 
the use of bioreplicas in planning orthognatic surgery 
reduced work time by one hour compared to conven-
tional techniques. It was also seen to reduce mandi-
ble reconstruction time by two hours (13). These data 
would agree with our own on the basis that clearer ana-
tomical knowledge of the area and familiarity with the 
technique will make it much easier to obtain a donor 
graft (14).
3D composite cast models provide highly precise in-
formation about the anatomical structure to be treated 
and the graft site, whether this be as donor or receiver 
(15). The precision of biomodels has been described by 
such authors who showed that when fabricating splints 
and titanium prothesis on the basis of data taken either 
from patients or from biomodels, both sources achieved 
identical results and no significant differences were ob-
served (16). Biomodels can be used to deal with complex 
biomaterial and graft structures which will be entirely 
compatible thanks to the models’ capacity to reproduce 
structures precisely and, once sterilized, their capacity 
as a potent tool both for planning and surgery itself. In 
this way, the use of biomodels to create titanium struc-
tures for mandible reconstruction procedures in patients 
with mandibular defects, achieving excellent results 
in terms of reproducibility and sample precision (17). 
These biomodels showed very similar measurements to 
the CAT source data, showing a difference of less than 
0.29mm between the average measurements obtained. 
The use of bone bioreplicas generated by rapid proto-
type composite molding is an effective tool for planning 
and a valid and reliable resource for surgery. 18 The pre-
cision of bioreplicas make it possible to obtain a graft 
from a donor site accurately and, by doing so, reduce 
the time taken to carry out surgical procedures and also 
reduce morbidity. In the case of xenografts, the fact that 
bioreplicas can be sterilized makes them useful for pro-
ducing graft inserts of the correct size and shape.
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